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Before use, thoroughly read these Instructions.

Intended Use
The Mouse IL-18 ELISA Kit is based on sandwich ELISA and is capable of measuring mouse
IL-18.

For Research Use Only. Not for use in diagnostic procedures.

Summary and Explanation
Interleukin 18 (IL-18) is an 18 kDa cytokine which is identified as a costimulatory factor for

production of interferon-y (IFN-y) in response to toxic shock. It shares functional similarities
with IL-12. IL-18 is synthesized as a precursor 24 kDa molecule without a signal peptide and
must be cleaved to produce an active molecule. IL-1 converting enzyme (ICE, caspase-1)
cleaves pro-IL-18 at aspartic acid in the P1 position, producing the mature, bioactive peptide
that is readily released from the cells. It has been reported that IL-18 is produced from Kupffer
cells, activated macrophages, keratinocytes, intestinal epithelial cells, osteoblasts, adrenal cortex
cells and murine diencephalons. IFN-y is produced by activated T and NK cells and plays
critical roles in the defense against microbial pathogens. IFN-y activates macrophages, enhances
NK activity and B cell maturation, proliferation and Ig secretion, induces MHC class I and II
antigens expression, and inhibits osteoclast activation.
IL-18 acts on T helper 1-type (Thl) cells, and in combination with IL-12 strongly induces
production of IFN-y by these cells. Pleiotropic effects of IL-18 have also been reported,
including enhancement production of IFN-y and GM-CSF in peripheral blood mononuclear cells,
production of T helper type 1 cytokines, IL-2, GM-CSF and IFN-y in T cells, enhancement of
Fas ligand expression by Thl cells.

“Mouse IL-18 ELISA Kit” is the reagent for measuring mouse IL-18 specifically with high
sensitivity by ELISA.
1 ng/ml of various cytokines, such as mouse IFN-a, IFN-y, IL-18, IL-4, IL-5, IL-6, IL-10, IL-12,
GM-CSF and human IL-18 were not measured by this ELISA. The results were all bellow the
detection limit of 25.0 pg/mL.
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Principle
The Mouse IL-18 ELISA Kit measures Mouse IL-18 by sandwich ELISA. This assay uses two

monoclonal antibodies against two different epitopes of Mouse IL-18. Samples to be measured
or standards are incubated in the microwells coated with anti-Mouse 1L-18 monoclonal antibody.
After washing, the peroxidase conjugated anti-Mouse IL-18 monoclonal antibody is added into
the microwells and incubated. After another washing, the substrate reagent is mixed with the
chromogen and allowed to incubate for an additional period of time. An acid solution is added
to each microwell to terminate the enzyme reaction and to stabilize the color development. The
optical density (O.D.) of each microwell is measured at 450 nm using a microplate reader.

The concentration of Mouse IL-18 is calibrated from a dose response curve based on the

reference standards.

Materials provided
Each kit contains:

Name Materials Quantity (for 1 kit)
Microwells mlgrowell strips coated with anti-Mouse IL-18 8-well strip x 12 strips
antibody
Mouse IL-18 calibrator Mouse IL-18 (lyophilized powder) 2 vials

Peroxidase conjugated anti-Mouse 1L-18

antibody (x 101) 0.2 mL x 1 vial

Conjugate reagent

Buffer for diluting Conjugate reagent

(ready-for-use) 24 mL x 1 bottle

Conjugate diluent

Assay diluent Buffer for diluting samples™* (ready-for-use) 30 mL x 1 bottle
Wash concentrate Buffer for washing microwells (x 10) 100 mL % 1 bottle
Substrate reagent TMB/H>0: solution (ready-for-use) 20 mL x 1 bottle
Stop solution 0.5 M H2SO4 (ready-for-use) 20 mL x 1 bottle

* Use the Assay diluent as 0 pg/mL of IL-18 standard.

Storage and Stability

All kit components must be stored at 2-8°C. All reagents are stable for 12 months after
manufacturing when stored at the indicated conditions.

Please see the label on this kit box.
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Materials and equipment required
+ Microplate reader (450 nm)

+ Automatic plate washer or wash bottle

+ Adjustable micropipette

* Multichannel micropipette

+ 96-well polyvinyl plate

* Microplate holder

+ Uncoated microwell strips (for using an automatic plate washer)

- Disposable reagent vessels

- Paper towels

+ Distilled water

Precautions

1.
2.

Allow all the components to come to room temperature (20-25°C) before use.
Microwells that are not immediately required should be returned to the ziplock pouch, which

must be carefully resealed to avoid moisture absorption.

. Fresh samples should be used. Aliquot each sample and store below -20°C if necessary.

Avoid repeated freezing and thawing. Never store the samples at 4°C, as samples might be

affected by storage of this temperature.

. When Wash concentrate is stored at 2-8°C, some precipitation or turbidity may appear.

However it does not affect the reagent efficiency. Allow the Wash concentrate to come to

room temperature and mix to re-dissolve the precipitate.

. Assay diluent contains sodium azide (0.09%) as preservative. Azide may react with copper

or lead in plumbing system to form explosive metal azide. Therefore, always flush with

plenty of water into a drain when disposing materials containing azide.

. Stop solution is 0.5 M sulfuric acid. As it is a corrosive material, protect eyes and skin and

handle with care.

. This kit is intended for research use only. Not for use in diagnostic procedures.
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Procedure

¢ Preparation of Reagents

1. Wash solution
Prepare “Wash solution” by diluting Wash concentrate, 1:10 with distilled water prior to
use. (e.g., add 100 mL of Wash Concentrate to 900 mL of distilled water.) This “Wash

solution” is stable for 2 weeks at 4°C.

2. Conjugate solution
Prepare “Conjugate solution” by diluting the Conjugate reagent, 1:101 with the
Conjugate diluent prior to use. (e.g., add 10 uL of Conjugate reagent to 1,000 pL of
Conjugate diluent.)
* Prepare only a sufficient amount of the “Conjugate solution” for the assay because the diluted
Conjugate reagent is not stable.

* Use disposable new pipette and vessel to avoid contamination of microbe.

3. Standards
Reconstitute “Standards” by dissolving lyophilized Mouse IL-18 calibrator with the Assay
diluent. The volume of Assay diluent, and precise procedures are indicated in the attached
lot specific document “Preparation of Standards”.
* If storage is needed after reconstitution, prepare appropriate aliquots and freeze them below -20°C.

Avoid repeated freezing and thawing.

4. Other reagents are ready for use.
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¢ Preparation of samples
1. Dilution

1) Dilute each sample with Assay Diluent.

e.g. Mouse serum

1:5 with Assay Diluent, e.g. by adding 50 uL of sample to 200 uL of Assay Diluent. Sample
dilution may vary between different specimens. Appropriate sample dilution should be
established by each investigator.

Since Mouse IL-18 calibrator contains FCS, any sample which does not contain serum
component (such as FCS) may result different reactivity from the sample that contains
serum component (e.g. mouse serum, mouse plasma and mouse derived cell culture
supernatant containing FCS). Thus, this kit IS NOT SUITABLE FOR MEASURING
THE SAMPLE WHICH DOES NOT CONTAIN ANY SERUM COMPONENT.

2) Add 150 pL of prepared samples and standards to 96-well polyvinyl plate as the same

order of assay run.

2. Storage

Fresh samples should be used. Aliquot each sample into new plastic tube and store below

-20°C if necessary. Avoid repeated freezing and thawing.

¢ Assay procedure

Duplicate assay is recommended. A standard curve must be run with each assay.
STEP 1. (Sample incubation)

1)

2)

Transfer 100 pL of each sample to Mouse IL-18 antibody coated Microwells
simultaneously using multichannel pipette.

*Reaction starts on pipetting to Mouse IL-18 antibody coated microwell. Pipetting should
be completed as quickly as possible.

Cover the plate and incubate for 60 minutes at room temperature (20-25°C).

STEP 2. (Washing)

Aspirate or discard the well contents. Fill the wells with Wash solution and then completely

aspirate or discard the contents. Wash the wells 4 times with Wash solution using washing

bottle. When autowasher is used, wash 4 times.

*Each laboratory is recommended to confirm its own appropriate washing times and set-up.

*Washing buffer should be used at room temperature (20-25°C).
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STEP 3. (Conjugate incubation)

1) Pour Conjugate solution into the vessel. After removing Wash solution remained
completely, pipette 100 uL of Conjugate solution to each well with multichannel pipette.
*To avoid dry up microwells, the Conjugate solution must be dispensed into the microwells as

soon as remove the Wash solution

2) Cover the plate and incubate for 60 minutes at room temperature (20-25°C).

STEP 4. (Washing)
Wash the wells again following the STEP 2. procedure.

STEP 5. (Substrate incubation)

1) Pour Substrate reagent into the vessel. Add 100 uL of Substrate reagent (ready-for-use)
to each well.

*Substrate reagent should be used at room temperature (20-25°C).

*This vessel should be different from the one which was used for pouring Conjugate solution.

*Use disposable new pipette and vessel, as Substrate reagent is easy to be oxidized by metal
ions and be contaminated by microbes.

*If Substrate reagent is poured into the vessel from the bottle, do not return to the bottle.

*To avoid dry up microwells, the Substrate reagent must be dispensed into the microwells as

soon as remove the Wash solution.
2) Cover the plate and incubate for 30 minutes at room temperature (20-25°C).

STEP 6. (Stopping reaction)
Pour Stop solution (ready-for-use) into the vessel. Add 100 uL of Stop solution to each well

with a multichannel pipette.

¢ Reading
Read the absorbance of each well at 450 nm using a plate reader. If a dual wavelength
plate reader is available, set the test wavelength at 450 nm and the reference at 620 nm.
* Reading should be done within 30 minutes after stopping the reaction.
* Ensure that the back of the plate is clean and dry, and that no air bubbles are present on the surface of

the liquid in the wells before reading.
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¢ Calculation of results
1) Calculate the mean absorbance value of each IL-18 standard.

2) Plot on the semi-log graph paper and construct a calibration curve.
[Absorbance on the vertical axis, concentration (pg/mL) on the horizontal axis]
3) Read the pg/mL corresponding to the absorbance of sample from the standard curve.
Report the IL-18 concentration of samples by multiplying dilution factor. (e.g., Mouse sera;

x5)

* If absorbance of sample exceeds the one of the 1,000 pg/mL standard, dilute the sample and

measure again.

¢ Example of standard curve

Performance Characteristics

¢ Sensitivity

The sensitivity of the assay is 25.0 pg/mL.
The minimum detection limit estimated by serial dilution was 25.0 pg/mL since the mean +

2SD of the 12.5 pg/mL was lower than the mean - 2SD of the 25.0 pg/mL.
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¢ Reproducibility

1. Intra-assay

Intra-assay reproducibility was determined by assaying the sera 8 times.

IL-18 concentrations of the serum samples were calculated as described in calculation of

results in assay procedure.

Sample serum 1] serum 2| serum 3 | serum 4 | serum 5| serum 6
Number of replicates 8 8 8 8 8 8
Mean (pg/ml) 3554.4 | 3285.9 | 2791.7 | 2212.8 | 992.3 | 6253
C.V. (%) 2.5 2.0 5.8 5.3 3.1 3.8

2. Inter-assay

Inter-assay reproducibility was determined by 5 independent assays.

IL-18 concentrations of the serum samples were calculated as described in “# Calculation

of results”.
Sample serum 1| serum 2| serum 3 | serum 4| serum 3
Number of determinations| 5 5 5 5 5
Mean (pg/ml)* 3500.2 | 3241.7 | 2557.9 | 2066.8 | 842.6
C.V. (%) 7.4 4.4 3.8 54 8.5

* From six replicates of each serum sample in five separate assays.

¢ Dilution test

Serum samples were diluted with Assay diluent.

IL-18 concentrations of the serum samples were calculated as described in calculation of

results in assay procedure.
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¢ Recovery test
Recombinant mouse IL-18 was added to samples at different concentrations.

IL-18 concentrations of the serum samples were calculated as described in calculation of

results in assay procedure.

serum 1
(A) IL-18 concentration B) (B/A)
Additional rmIL-18* (pg/mL) observed (pg/mL) recovery (pg/mL) recovery (%)
0.0 956.0 - -
536.0 1497.3 541.3 101.0
960.5 1873.3 917.3 95.5
serum 2
(A) IL-18 concentration B) (B/A)
Additional rmIL-18* (pg/mL) observed (pg/mL) recovery (pg/mL) recovery (%)
0.0 742.0 - -
536.0 1279.0 537.0 100.2
960.5 1594.0 852.0 88.7
serum 3
(A) IL-18 concentration (B) (B/A)
Additional rmIL-18* (pg/mL) observed (pg/mL) recovery (pg/mL) recovery (%)
0.0 1397.3 - -
536.0 1921.8 524.5 97.9
960.5 2213.0 815.8 84.9
serum 4
(A) IL-18 concentration (B) (B/A)
Additional rmIL-18* (pg/mL) observed (pg/mL) recovery (pg/mL) recovery (%)
0.0 340.8 - -
536.0 884.5 543.8 101.4
960.5 1278.8 938.0 97.7
* rmIL.-18 is abbreviation of recombinant mouse I1.-18.
References
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A H—aA4Fx 18 L-18) IX, TV K hx v vy a v 7 IZBWVWTA ¥ —7 =1 -y (IFN-y)
PEEZRIT DR E LTHRRIN, BT & I18kDaDX L X7 ETHY | TL-12 L HEREN 72
At Z R o COETLIL-18 1X> 7 T AT F REFiT- 72\ 24 kDa ORIBRA & L THAM S 1,
TSN 22 2 23U S D LERH D 97, IL-1pA %R (ICE; IL-1B converting enzyme,
caspase-1) 73 Pl AR T a DT AT X U ERT pro-IL-18 Z U L TIEMED & 2 AV 1L-18
ZIEY . TR S R SET, IL-18 ZEATHMIE LT, BHRAIR, EFME b~
a7 y—, 7 yR—Hifa, 77F YA b, mENEMRE, BIEME, AR EEME, 2L
T~ U AN EHE SN TWET, IFN-yZIEME L T M, 5L NK iR X - TEA ST,
WA NRKNTH i Z SN BEBEOHECER 2 EREZ R LET IFNyE~v I/ n 7 7 —v
ZIGEMEE L. NKIGTES B AR O L BETH L OV [g pW A REL . 7 7 A THB LY 72 11
MHC $HURZFHE L. g Mia o bz s L EJ,

IL-18 (X IL-12 L FHFEAYIZ 1 B Lo X—T flifid (Th1) 121X 72 & & IFN-yPEAZFFE L £ 77, IL-18
WIEZEZ2HWEDN SN TWET, 72b I, HEIHEEKIZ % IFN-y# L U GM-CSF JE
AR T MM %95 IL-2, GM-CSF., IFN-y& W72 Thl YA b1 PEAFENER,
Thl ARIZ %95 Fas U 4> RORBGFEER L X TF,

Mouse IL-18 ELISAKit (3872 5 = &' h =7 255k 2 2 D€ / 7 v —F A4tk T, v v
AIL-18 Z#WET 2RIE T, Fo, ARIETIX, 1 ng/mL OREOMOY A b1 (w7 A
IFN-a., IFN-y, IFN-B, IL-4, IL-5, IL-6, IL-10, IL-12, GM-CSF :3 X't I IL-18) 1%, #ih
SNEH A,

R

Mouse IL-18 ELISAKit 1%, &2t h—7 %5k 5 2 OE / 7 v —F AFukz vz
¥ RA v FELISAIEIZ L > T v U RIL-I8 ZRIET HF v N TT AF v O HEEIE 25.0
pg/mL T,

Pt v U AIL-18 B/ 7 u—FNHKREEIELTo~A 70y 712, b7 zimL., fiR-
PURRL &2 SEET, if#E, A XX —BE#I~ U A IL-18 £/ 7 u—F AR ZIR
MU TS &, PUR-TUR-EBIUEOEEME B ST E T, iR, 7 F T ATF AT
T v LR LK E OVRRIE A BRI E LTHINL, B (A F U F—E8) 2L BES
B USMELE, WOLE (A450) ZRIEL T v U X IL-18 M L £7,
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X v MR
Name Materials Quantity (for 1 kit)
Microwells mlgrowell strips coated with anti-Mouse IL-18 8-well strip x 12 strips
antibody
Mouse IL-18 calibrator Mouse IL-18 (lyophilized powder) 2 vials

Conjugate reagent

Peroxidase conjugated anti-Mouse 1L-18
antibody (x 101)

0.2 mL x 1 vial

Conjugate diluent

Buffer for diluting Conjugate reagent
(ready-for-use)

24 mL x 1 bottle

Assay diluent

Buffer for diluting samples* (ready-for-use)

30 mL x 1 bottle

Wash concentrate

Buffer for washing microwells (x 10)

100 mL x 1 bottle

Substrate reagent

TMB/H»0: solution (ready-for-use)

20 mL x 1 bottle

Stop solution

0.5 M H2SO4 (ready-for-use)

20 mL x 1 bottle

* Assay diluent % 0 pg/mL @ IL-18 standard & L CEHEWVTF X,

R HZ

2-8°C IZTIREF LT TRV, AZVARMIZER 12 » A T,
Xy MZEEGNTWE TULEZIT I,

BETIED

SEAFAER R S
A el N SRS = S fall s O i

~A 7 BrENy b

~NVFF xR A 7 a Ry b
| REOSHERR~A 7a 7L —h (KUY =196 77 L— k7R Y)
~A v nady TEMARNLE—

HI—=D~A 7 afy 7 (8BRS R

J P —
NR—/N— X F )b
FEHLK
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BE FOBES

1.

v hOREESIE, IR (20-25°C) ICELTOLEHALTFEW,

2. BUREAE~A 27 nly TRRAEZELVETOT, FOERICELTHLHELTFEU,
£, BERIITAVIROTF v v 7 ZHEEICHD TRIFLTT SV,

3. BRIRIIHER L O Z T TSV, BB ZRAT D551, /M3 LT-20°C LUT Couii
FLTREW, £/, HRSRAEOME DR LITEET TSV,

4. Wash concentrate |%, 2-8°C ([ZfRfFL7- & &, AWPROOLNLILENH D £33, HIE
PEREIZ 2T H D £ A, Wash concentrate ks, 532, BB L THOEEHLT
T,

5. ARRIEOMHAL D 9 B, Assay diluent [Z1X 0.09%7 kT F U 7 A NaN)ZRIMLTH Y
F9, RET 0.09% TT O THEMICITLY LEREAR, o TARHIZASTY | REIC
[ L7258 13K THAIWEW R T 72 & OIRERAE Z 1TV, BERHIVUE, EMOFY T
EZTTRFIW, £, 7T MU U AE, BER CTERIEOT DAL 7 Ubin %
T D ZENMESNTHNET, ZUOOMEDORREZ ST, 7T M v Lhad
NIRRT EDOK TN L TR,

6. ARRIEOMHENL D H B, Stop solution [Z(X, 0.5 M fififg (H,S0s) #HWTWET, HEHO
BIE 0 EE L TR > TR S,

7. ARFREEKIMHEHRIETT, b FOENICHWED . ZEOBEICHER LW TF I,

BELE

¢ AEDORR

1. Wash solution [BE¥+&]

Wash concentrate 100 mL [ZFET/K 900 mL # /12 THAM L. “Wash solution” & L FE T,
“Wash solution” (% 4°C TRA(F L7 5H. BLE 2 BHZETT,
2. Conjugate solution [FEiRHTAIRIEK]
Conjugate diluent 1,000 pL {Z Conjugate reagent 10 uL % )l 2 CTHA7 R L. “Conjugate solution”
ELET,
“Conjugate solution”|IRNZETT DT, LEEOAHFMUT LI IICLTFIN,
A D a B I x—a rEBCTZ0, “Conjugate solution” DFHELZ LT 4 AR —F T LDOH L
WERBEZEHLTT I,
3. Standards

Mouse IL-18 calibrator % Assay diluent TI&f# L CT“Standards” % {ER L £,

“Standards” DR 7513 F ~ MR OLE [Standards OFFRST1E] IS TRV,

* IEMEZRE & FEM D 72, “Standards” | ZHEAFERTICEM L THEMA L TTF EV, @i#E% D Mouse
IL-18 calibrator % {773 2 B8IZ, /o) LC-20°C LA T CHUSRIE L CF SV, E7z, HkbEAED
DR UITRE T T S0,
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4. F ORI
FOMORIKIIETEDOFEIHEHT I,

¢ BAESIE

1. Mk D%

1) 7L, Assay diluent 2 W THRL TR0,

(B MEEZRETHHEETE, SEANLUTHEEL TRV,

(Assay diluent 200 uL (2% L, #RAE S0 uL 2% S EARLET, )

KB EAREEIIA DY T X > TR Y £F, B#ERREAPRGEEIIMAERITREL TEI W,

MR 2 b OF AN TTF I, BIEEZRFET 28581E, /M3F LT20°C LR CTHFERFL TR IV, £,
FERMIR OV SR LI T &V,

*¢Mouse IL-18 calibrator {Z(Z FCS A& £ CWE T, > T FCS FDMIEN D A& £V 7 UE, MiERS 45
o7 (BlziE~ v AMiE., v v RAMSE, FCS & eMilakiss g &) LR o7z EE R LET, o
T, A%y MIMERSEEERWF T AOREICITE L EE A, MRS EEERW T AERE LSS
DERMIIBEME LTH-TFSW,

2) ZBRFHEL L 7= Standards & Hi{E% 150 uL "o, 1 IS HERH~ A 7 1 7 L — MCEBRDO T
vEA LT CESITEHRML E7,

2. BIEDFIR

Duplicate THOHEIE Q EHE) ZHRELET, REBIIBIEDTZRIZBWTTF X,

STEP 1. (1 RK)

1) 1 REGHEA~A 7 17 L— MIHESi L7~ Standards & A RFAR L 72K %E2, ~LvFF +
VRN EAy R & VT 100 ul 3> Microwells (25 L £ 97,
* A r7ad)y FITHREEZ RN U TZREEL G RIGBIEE D £T 0T, BIFEFERMO S 617> TTF

S,
2) TL— MIHN—Z0F, FiR (20-25°C) T 1 B E OGN S E T,
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STEP2. (¥&i#)

HAFE: SR E#E oL, Pee & HW T, Wash solution 2457 = /L7~ L, AL &9
WZHBTET, ThZ4EATVWET, ZO%, L — haX— =2 F R CloRv bl
& O TRABICHEFRZRE L TTF S0,

HEWERHE (A 27 a7 L— S : Wash solution T4 [F] ¥ F S\, 2Dk, 7'L—Fh
Te N N B VTR BN R R L T e E O TRRILTRER ZRE L TR I,
KEBVREE L W56, T 2 BB K - TR R R 256030 £,

b B LA TH 2 BB O RETRF R 2R T2 2 L e @D LET,
* Wash solution (T4 =R (20-25°C) ICERLTHALTTFEW,

STEP 3. (2 RKJE)

1) ~A 7 adi v 725> 7= Wash solution % 52 42ZfRE L7214, U ' —/3—|ZF L 7= Conjugate
solution 2~ /L FF ¥ > R~y hT 100 uL TOFK T = /VIZEIM L £7,

2) TL— MIHN—Z0F, Fii (20-25°C) T 1 BEEEC ST E T,

STEP 4. (¥&¥)
STEP2. L [FIkkIZ~A 7ol v TP L F9,

STEPS. (BERKE)
1) ~A 7 a1y 725k > 7= Wash solution 52 42(ZFR 2% L7-%%, Substrate reagent % U H'— /3

—ZB L, vV FF v Ey R T 100 pL T T =V L £9,

2) 7L— MZH =& T, EiR (20-25°C) T30 rEEMKG S E T,

* Substrate reagent (T4 TR (20-25°C) ICRE L7z, AL TTF SN,

* Conjugate % Aj17z U ' —/3— L Substrate reagent % At U ——iF, LTRIOLOEFHL
TR&EW,

* Substrate reagent |Z®&JE A A I K VRIS NLCT VO TEY BDNET 4 AR—F 7 LOF L
BEEZEHALTFIW,

* BRA A ROWMEY R EICL D ar A Ix—va B, RER MANL Y P —oN—
Substrate reagent Z BT FECHT 4 AR —YF T LOERy hEFEHLTFIW, £, —EY F—
/N—|Z# L7z Substrate reagent [ZiXZEAR M ~R I RN TTF X,

* A gy S OEEEEBRET D720, Substrate reagent D~ A 7 0 A v T ~OI TR R EE
EbLIfToTFEV,

STEP6. (R)Hf=1k)

U —"—Z# L7z Stop solution % ~/LFF v /L~y T 100 uL 2K 7 = /LITH
mu. BOSEEIELET,
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* BREDRIE
HEV O HHER (v 7 a7 b— N BEGEY) A 7e by T EEy PLT,
£ 450 nm OWOLE (B E 620 nm) ZHIE L £,
*OROCEE DRIEISOSIE IER 30 S BIRIC AT o TRV,
* 7 L— FORMIFBENO R WVEEWTREER O IICLTTFEW, £70, WHREEARET SEICY
AR RN 2R L TT &,

¢ BEHEH

1) Standards #ZEHHE L TV DLEAICIZENENRNEOFHEEEH L ET,

2) Wt 777 7 IR SEfh#R A ERC L £ 9,
[BRENC IL-18 # /X7 E O (pg/mL) . MEICWILEA L0 £7, ]

3) Z OREHERHRE A IV T IR OWOCE OFEE) IR E ZHE AT | BIEO AR 25 U
A ER RS LES,
* IR DS, Fem I D 1,000 pg/mL Standard OWOCHE 248 2 7284, & 5T, LER O
EHEREPH 2 8 2 7256 123, MIEEZ S LA L THEEL TT IV,

e BR OB
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PERE

o RE

/MR EEIX, 25.0 pg/mL T,

Uz e ) b Mouse IL-18 Z 7R L CHIE L7z & | 12.5 pg/mL JIEME D + 28D 73, 25.0
pg/mL HIEMEDOY) -2SD KW /h&< 72y £ LT,

* FHME

1. [FIRFEBLM AR
i 5 FlaHWT, FRFICSERIELZE A, TROMBENELNE LZ, (REOHEMH
BB LTI, « BREREHOHEAZZRLTTEW,)

Sample serum 1| serum 2| serum 3 | serum 4 | serum 5 | serum 6
Number of replicates 8 8 8 8 8 8
Mean (pg/ml) 3554.4 |1 3285.9 | 2791.7 | 2212.8 | 9923 | 625.3
C.V. (%) 2.5 2.0 5.8 5.3 3.1 3.8
2. HZEHBMRR

Mg 5 Bl% 6 ERE LI FEMEEZRD, TNEZRIEHEZZLZTSHBIELLEEZ A, TED
FEENMEONE LT, (REOBEHEICE LTI, « BEEHOEAZBLTFSW,)
* ZMIEY 7T 6 ERIELE L,

Sample serum 1| serum 2| serum 3 | serum 4 | serum 5
Number of determinations| 5 5 5 5 5
Mean (pg/ml)* 3500.2 | 3241.7 | 2557.9 | 2066.8 | 842.6
C.V. (%) 7.4 4.4 3.8 5.4 8.5

& AR
i % Assay diluent T 1/1~132 IZHR LBIE LIz Z A, TEROEBENEONE LT,

(RER R E, AR IR A OB OETH )
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CODE No. 7625

¢ HANEIEER

MAE 4 1% VT, BNEINGREBR 21T o7& 2 A, TROFEDHLNE Liz, (REOHEHE

WCBILCTlE, ¢ BEREHOEAZZSHB L TFE,)

serum 1
(A) IL-18 concentration B) (B/A)
Additional rmIL-18* (pg/mL) observed (pg/mL) recovery (pg/mL) recovery (%)
0.0 956.0 - -
536.0 1497.3 541.3 101.0
960.5 1873.3 917.3 95.5
serum 2
(A) IL-18 concentration B) (B/A)
Additional rmIL-18* (pg/mL) observed (pg/mL) recovery (pg/mL) recovery (%)
0.0 742.0 - -
536.0 1279.0 537.0 100.2
960.5 1594.0 852.0 88.7
serum 3
(A) IL-18 concentration (B) (B/A)
Additional rmIL-18* (pg/mL) observed (pg/mL) recovery (pg/mL) recovery (%)
0.0 1397.3 - -
536.0 1921.8 524.5 97.9
960.5 2213.0 815.8 84.9
serum 4
(A) IL-18 concentration (B) (B/A)
Additional rmIL-18* (pg/mL) observed (pg/mL) recovery (pg/mL) recovery (%)
0.0 340.8 - -
536.0 884.5 543.8 101.4
960.5 1278.8 938.0 97.7
* thIL-18 & X, recombinant Mouse IL-18DHEFE T,
B 3k
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